Case study: Loss of Kastle-Meyer test specificity on jeans.
A pair of jeans produced false positive results upon testing for the presence of blood using the Kastle-Meyer (KM) test. Positive reactions were obtained from all unstained areas of the fabric tested. The peroxidase used in the manufacture of some jeans may be the causative agent for the observed false positive reactions; however, it was not possible to confirm this theory.